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Abstract: Facing the unstopped surges of COVID-19, an insufficient capacity of diagnostic
testing jeopardizes the control of disease spread. Due to a centralized setting and a long
turnaround, real-time reverse transcription polymerase chain reaction (real-time RT-PCR),
the gold standard of viral detection, has fallen short in timely reflecting the epidemic status
guo during an urgent outbreak. As such, a rapid screening tool is necessitated to help
contain the spread of COVID-19 amid the countries where the vaccine implementations
have not been widely deployed. In this work, we propose a saliva-based COVID-19 antigen
test using the electrical double layer (EDL)-gated field-effect transistor-based biosensor
(BioFET). The detection of SARS-CoV-2 nucleocapsid (N) protein is validated with limits of
detection (LoDs) of 0.34 ng/mL (7.44 pM) and 0.14 ng/mL (2.96 pM) in 1x PBS and artificial
saliva, respectively. The specificity is inspected with types of antigens, exhibiting low
cross-reactivity among MERS-CaV, Influenza A virus, and Influenza B virus. This portable
system is embedded with Bluetooth communication and user-friendly interfaces that are
fully compatible with digital health, feasibly leading to an on-site turnaround, an effective
management, and a proactive response taken by medical providers and frontline health
workers.

Keywords: Covid-19, SARS-CoV-2, electrical double layer, field-effect transistor-based
biosensors, rapid antigen tests
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1. Introduction

As the new hotspots were hit by the unstopped surges of COVID-19 [1], the reported cases
have surpassed 208 million worldwide as of August 2021 [2]. COVID-19, an ongoing
pandemic with fast-evolving variants, is caused by the severe acute respiratory syndrome
coronavirus 2 (SARS-CoV-2) emerging as the most impactful threat to global health in a
century [3]. The cumulative death toll has reached over 4.3 million since the outbreak was
declared by the World Health Organization (WHO) in 2020 [2]. Early symptoms of
COVID-19 are similar to a common flu-like illness; yet in serious cases, patients may suffer
dyspnea and proceed with severe pneumonia, acute respiratory distress, multiple organ
dysfunction, septic shock, etc. [4]. Vaccination, which reduces the risk of severe COVID-19
[5,6], is regarded as the most effective tool against the viral transmission; whereas the
treatments remain unclear and mostly rely on supportive care [7,8]. As such, rapid detection,
effective management, and proactive responses are necessitated to contain the spread of
COVID-19 across the countries where vaccine implementations have not been widely
deployed.

COVID-19 diagnostics can be sorted into two categories [9]: viral tests (also known as
diagnostic test) and antibody tests. Viral tests, such as molecular tests (for viral RNA) and
antigen tests (for viral protein), diagnose active infection of patients; while antibody tests are
serological tests reflecting past infection [10]. The real-time reverse transcription
polymerase chain reaction (real-time RT-PCR), the gold standard for SARS-CoV-2 viral
tests, is an in vitro diagnostics (IVDs) where a sample is usually collected through a nasal
swab [11,12]. This nucleic acid-based testing can detect as low as ~100 copies/mL of the
viral RNA [13], but its sensitivity varies from 70% (real-world tests) to 99% (an ideal
condition) [14-17]. The turnaround time of a real-time RT-PCR test usually takes from 4
hours to 2 days, and it needs to be operated by highly skilled personnel in a centralized lab
[18].

Several rapid antigen testing techniques were approved of Emergency Use Authorizations
(EUAs) by the U.S. Food and Drug Administration (FDA) [19,20]. A lateral flow
immunochromatographic assay (LFIA) provides a qualitative detection for COVID-19
[21,22], while a chemiluminescence enzyme immunoassay (CLEIA) offers a quantitative
measurement of SARS-CoV-2 antigens [23]. Compared to PCR-based techniques, the
testing time of a viral antigen detection is tremendously reduced (within 60 minutes) [16,22].
However, the sensitivity is usually compromised (60% - 80%) [22,23], and the
semi-invasive specimen collection using nasal, nasopharyngeal, or oropharyngeal swaps
brings discomfort to testees. As such, a salivary detection, which avails a noninvasive
sample collection, has been considered as an alternative method for rapid COVID-19
screenings. Moreover, viral loads found in saliva, ranging from 10* copies/ml to 10°
copies/ml, are comparable with what are found in nasal cavities and throats [24-30].
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Figure 1. Schematic illustration of a saliva-based COVID-19 antigen test using an electrical double layer
(EDL)-gated field-effect transistor biosensor (BioFET). An artificial slaiva sample consisting of SARS-CoV N
portein is drop-casted on a sensor stick, and a testing result is displayed on a smart phone via Bluetooth in 30

Amongst novel antigen tests developed for COVID-19 [16,22,23,31], field-effect
transistor-based biosensors (BioFET) are of significant advantages as per a high sensitivity,
a wide dynamic range, a real-time readout, and a matrix-insensitivity across a wide variety
of analytes [31-41]. Nanomaterial-based BioFETs demonstrate the excellent candidacy for
low-concentration measurements [31,35,38]. BioFETs using high electron mobility
transistors (HEMTs) are utilized to detect miRNA [37], peptide [33,39], SARS-CoV-1
nucleocapsid (N) protein [34], circulating tumor cells (CTCs) [40], etc. Though the reported
BioFETs using nanomaterials [31,32,35,38,41] or HEMTs [33,34,37,39,40] are highly
sensitive, their costs, reusability, and portability must be improved before deploying for in
situ COVID-19 immunoassays. As such, a portable BioFET featuring low cost, disposable
testing sticks, good sensitivity, and salivary detection should be developed to address the
needs for on-site COVID-19 screenings.

In this work, we developed a saliva-based antigen test of SARS-CoV-2 N protein using an
electrical double layer (EDL)-gated BioFET system (Fig. 1). The proposed system included
a portable reader functioned with Bluetooth where a testing result can be immediately
displayed on a smartphone using mobile-based user interface (Ul). The ease of
pretreatment and the digital health-compatible setting enabled a fast turnaround time (within
30 minutes). EDLs were redistributed along with reactions on surfaces, and the changes in
EDL capacitance allowed BioFETs to detect analytes in a variety of physiological conditions



(e.g., serum, blood, saliva, etc.) [32,42]. Surface functionalization was verified with
fluorescence imaging, and sensor-to-sensor variation is discussed. The COVID-19 antigen
tests using an EDL-gated BioFET were validated in both 1x PBS and atrtificial saliva, and
the limits of detection (LoDs) were calculated. To investigate cross-reactivity, the antigens of
MERS-CoV, Influenza A virus, and Influenza B virus were tested. Aiming to find a diagnostic
niche, the antigen tests in artificial saliva using an EDL-gated BioFET can progress toward
the detection of clinical samples (human saliva). This rapid testing can timely reflect the
epidemic status quo (e.g., the number of infected individuals) and benefit the policymaking,
fighting against the spread of COVID-19.

2. MATERIALS AND METHODS

2.1 The BIioFET system for COVID-19 viral antigen tests

The custom-designed BioFET platform, as shown in Fig. 1 and Supplemental Fig. 1,
consisted of a disposable sensor stick, a portable reader (CC&C Technologies, Taiwan)
embedded with a Bluetooth function, and two custom-written Uls operated for Microsoft
Windows and iOS, respectively. Each sensor stick (Jumpers Biotech, Taiwan), which was
custom-designed and fab-manufactured, had 8 individually addressable sensors arranged
in an 1 x 8 array where each sensor comprised of two gold electrodes (500 x 500 um?) on a
75-um pitch. SU-8 photoresist (Kayaku Advanced Materials, #SU8-2010) was coated on a
sensor stick, and an active area (450 x 450 pm?) of each electrode was
photolithographically defined. An input gate voltage (V,) was applied on one of the
electrodes (of each sensor), and an output V4 was measured at the gate terminal of an FET
via the other electrode (of each sensor). The Bluetooth-embedded reader transmitted data
to the devices where a real-time result was displayed on an iPhone, and raw data were
stored in a laptop for further analysis.

2.2 Surface functionalization

A sensor stick was placed in an O, plasma cleaner (Harrick Scientific Products, USA,
#PDC-32G) for 180 seconds at a constant power of 18 W (high RF level), then the sensor
stick was rinsed with 10% HCI (Sigma-Aldrich, #320331) and DI water, successively. The
anti-SARS-CoV-2 N protein antibody (GeneTex, Taiwan, #GTX632269), simply named
“anti-N antibody” throughout the rest of content, was used as the capture antibody. 14 mM
of Traut's Reagent (Thermo Fisher Scientific, #26101) was dissolved in PBS-EDTA (1x PBS,
with 5mM of EDTA) prior to mixing with 1.5 mg/mL of anti-N antibody (volume ratio = 1:10)
at room temperature for 1 hour. 11 uL of thiolated antibody, formed through the previous
procedure, was detached from an excess amount of Traut's Reagent using a desalting
column (Thermo Fisher Scientific, #89877) which was equilibrated with PBS-EDTA. The
thiolated antibody was diluted with PBS-EDTA at a volume ratio of 1 to 1, and the final
concentration was 0.68 mg/mL. 0.5 pL of diluted antibody solution was then drop-casted on



each sensor where the immobilization took place at 14 — 18 °C for 12 hours. Finally, the
functionalized sensors were rinsed with 1 mL of 1x PBS to remove the unbound antibody.

2.3 Fluorescence imaging

Anti-Mouse IgG (GeneTex, Taiwan, #GTX213111-05), the secondary antibody bound to the
capture antibody (anti-N antibody), was labeled with a fluorescent dye (DyLight 594). 50 uL
of the solution, in the presence of fluorophore-labelled antibody (2 pg/mL), was drop-casted
on a sensor stick (covering all the eight sensors) and incubated at room temperature for 1
hour. Afterwards, the sensor stick was rinsed with 1 mL of 1x PBS and the unbound
fluorophore-labelled antibody was removed. An optical measurement was taken using a
fluorescence microscope (Leica Microsystems, #DM2500 LED) where a result was
analyzed and quantified using Leica LAS X and Image J.

2.4 Proteins and immunoassays

In PBS-based immunoassays, the desired concentrations of SARS-CoV-2 N protein
(GeneTex, Taiwan, #GTX135357-pro), SARS-CoV-2 S protein (Leadgene Biomedical,
Taiwan, #61831), MERS-CoV N protein (GeneTex, Taiwan, #GTX135653-pro), Influenza A
virus nucleoprotein (GeneTex, Taiwan, #GTX135868-pro), and Influenza B virus
nucleoprotein (GeneTex, Taiwan, #GTX135867-pro) were respectively spiked into 1x PBS
(137 mM NacCl, 2.7 mM KCI, 10 mM Na,HPO,, and 2 mM KH,PO, at pH = 7.4 with NaOH).
In saliva-based immunoassays, 100 yM of Sodium dodecyl sulfate (SDS) (Thermo Fisher
Scientific, #28312) was dissolved in the clinically mimetic matrix where the artificial saliva
(Pickering Laboratories, USA, #1700-0305) was mixed with the universal transport medium
(UTM) (COPAN Diagnostics, USA, #330C) at a volume ratio of 1:1. The mixture of artificial
saliva, SDS, and UTM, is simply named as “artificial saliva” throughout the rest of content.
Following the same procedures, the desired concentrations of SARS-CoV-2 N protein,
SARS-CoV-2 S protein, MERS-CoV N protein, Influenza A virus nucleoprotein, and
Influenza B virus nucleoprotein were respectively spiked into artificial saliva. Both kinds of
immunoassays were performed in the presence of capture probes (anti-N antibody) which
were immobilized on a sensor surface. 70 uL of a testing solution was drop-casted on a
sensing area, and signals were measured/recorded using the custom-designed BioFET
platform.

2.5 FET characteristics and signal acquisition

N-channel depletion-mode DMOS FETs (Microchip Technology, #LND150) (n = 8) were
electrically characterized using a semiconductor parameter analyzer (Agilent, #B1500A)
prior to mounting on a printed circuit board (PCB) (Supplemental Fig. 1). The transfer
characteristics of the FET are shown in Fig. 2a, the maximum transconductance takes
place near V¢ = 0 V at a constant source-drain voltage (Vg) of 2V. The FET characteristics of
drain current (Ig) versus Vg4 are displayed in Fig. 2b.
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Figure 2. (a) Transfer characteristics, and (b) 14-Vq characteristics at different gate biases of a FET. (c) Signal
acquisition. The inputs were applied with a constant Vg and three pulses of V4 during each measurement, while
the output signals (lcn) were retrieved by the difference between two current levels.

The COVID-19 antigen tests were taken at a constant V4 (2 V) with a square wave of gate
biases (Vg = 0 V for 2 ms followed by V4 = 1 V for 2 ms) as shown in Fig. 2c. The elapsed
time of each measurement was set as 212 ms where three pulses of V, were applied

discretely with two intermediate turnoffs. The output Iy was measured at a sampling rate of

167 kHz, and I, was the characteristic current at which the difference between two current

levels was calculated:
ICh = m - m’ Wlth
Iao = 25=1laoveny and

E = 2131:1 Id,lV(n)a

(1)
(@)
3)

where 1,0y is the averaged lq calculated within the last 1 ms of the nth pulse at V4 =0V,
and I 1y(n) is the averaged l4 calculated within the last 1 ms of the n" pulse at Vg=1V.

3. RESULTS AND DISCUSSION

The BioFET platform adopted the outreach configuration, where gate terminals of the FETs



were extended via wires and connected to a sensor stick, to prevent direct corrosion of a
testing sample on FETs. To overcome the Debye screening while enabling detection in a
physiological condition (e.g., serum, blood, saliva, etc.), the EDL-gated BioFETs were
leveraged to measure double-layer capacitance rather than surface charges. As such,
sample pretreatment can be tremendously eased, and a turnaround time is significantly
reduced (<1 hour) [32,37,39,40,42]. The detailed sensing mechanism using an EDL-gated
BioFET can be found in Supplemental Fig. 2.

To amplify an electrical signal, the FETs measured a testing sample at a linear region (V4 =1
V) and a saturation region (V4 = 0 V), respectively (as described in Materials and Methods).
A high V4 causes a heating effect that gives rise to a noisy background and a signal drift, yet
a low Vj yields a small transconductance. As a trade-off, V4 was set as 2V to achieve a
higher conductance (compared to V4 = 1V) while producing a minor heating and an
acceptable noise. The data were retrieved and collected every 2 minutes, and totally 11
measurements (20 minutes) were taken for each concentration of analytes.

3.1 Surface functionalization

To confirm successful surface functionalization, a fluorescent measurement was performed.
A sensor stick was split into two groups: three (out of eight) sensors were treated with buffer
solution, serving as the control group; while the other five sensors were functionalized with
capture antibody, serving as the experiment group. After incubation of fluorophore-labelled
secondary antibody, the optical tags (fluorophores) were excited at 593 nm and emitted red
fluorescence at 618 nm. A mean fluorescence intensity (MFI) was quantified within a quarter
of an electrode using ImageJ, and 8 subareas were measured for a sensor. The background
induced 14.08 + 0.05 A.U. of MFI prior to incubation of secondary antibody as shown in
Supplemental Fig. 3. In the control group, a minor amount of the secondary antibody
remained on the surface after the washing step, emitting 18.49 + 1.16 A.U. of MFI. While the
experiment group exhibited at least 28.40 A.U. of MFI (Supplemental Fig. 3). The
representative images of an unfunctionalized sensor (S#1) and a functionalized sensor
(S#4) are shown in Fig. 3, and the brightness indicates the amount of the
fluorophore-labelled secondary antibody. The relative MFI (R. MFI) was defined as the ratio
of an MFI measured after incubation of secondary antibody to an MFI measured before

MFIafter incubation

incubation of secondary antibody (R.MFI = ). Error bars represent one

MFIbefore incubation

standard deviation (10) of uncertainties measured across sensors as shown in Fig. 3(n=5
in the experiment group, n = 3 in the control group). The experiment group exhibited 2.00x
the R.MFI of the control group, indicating a successful functionalization that can be
employed for the succeeding immunoassays. While the sensor-to-sensor variation of R.
MFI can be attributed to nonuniform immaobilization of capture antibody.

3.2 Saliva-based COVID-19 antigen tests using BioFETs
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The structural proteins of SARS-CoV-2 are majorly composed of envelope (E) protein,
transmembrane (M) protein, N protein, and spike (S) protein. N protein is abundantly
expressed during an infection, thus it is regarded as a highly immunogenic protein and was
selected for the antigen tests in this work [43]. To investigate the sensor response to
SARS-CoV-2 viral protein; the desired concentrations of SARS-CoV-2 N protein, ranging
from 0.4 ng/mL to 400 ng/mL, were prepared in 1x PBS. The testing samples were
drop-casted onto a sensor stick successively varying from lowest to highest concentration,
and electrical measurements were taken every two minutes using BioFETs. Prior testing
sample was removed from the sensor stick before the next testing sample was added. A
baseline of each series of measurement was defined as where a norm measurement was
first taken in the absence of an analyte (N protein), and the subsequent BioFET signals
were measured with a subtracted baseline:

BioFET signal = Alp, = Icpj — Ienpos (4)

where I, ; is the I, measured at [N protein] = j ng/mL, and I, is the I, measured at
[N protein] = 0 ng/mL. BioFET measurements usually took several minutes to get signal
stabilized after spiking analytes (due to temperature drift, diffusion, binding kinetics, etc.), so
8 out of 11 measurements were used to calculate a mean signal at each concentration.

In the controlled experiment, reference sensors were tested in the absence of an
immobilized antibody (anti-N antibody), and the increasing concentrations of viral N protein
had an unremarkable effect on a sensor response (variation < 3 pA) as shown in Fig. 4a.



_—
Y
—
—
o
—

60 - 60} -

T T T

PBS Artificial saliva
— S0} R — 50} -
< | -~ Aclive sensors ] -4 | -~ Active sensors |
= 40l —=— Reference sensors i = 40l —=— Reference sensors i ot i
o 30f - o 30f Sedt i R
D | R?= 0.9&3: 3 I %/ R?=0998 |
= L —— 4 = . ST o
t 20 T t 20 o
S 10} g_.-==" - 1 {1 S wf* .
m | ¥ | =@
oF # - —n— 4 of :
_10 aal " al bt dial bl _10 aak — asal eddedddiaald b
10° 10 10° 10° 100 10" 10° 10°
SARS-CoV-2 N protein conc. [ng/mL] SARS-CoV-2 N protein conc. [ng/mL]

Figure 4. COVID-19 antigen tests using EDL-gated BioFETs in (a) 1x PBS and (b) artificial saliva. Active
sensors were functionalized with capture antibody, while reference sensors were unfunctionalized.
SARS-CoV-2 N protein concentration varied from 0.4, 4, 40, to 400 ng/ml. Error bars represent +10 of
uncertainty measured by sensors (n = 3).

This indicates that non-specific binding was negligible. While the active sensors,
immobilized with capture antibody, linearly responded to the added SARS-CoV-2 N protein
(in a logarithmic scale) that the concentrations ranged from 0.4 ng/mL to 400 ng/mL. The
sensor-to-sensor variation, as shown in Supplemental Fig. 4, may result from a nonuniform
coverage of capture antibody (Fig. 3). To benchmark the sensor performance and quantify a
LoD, the method of the Clinical and Laboratory Standards Institute (CLSI) was adopted

[44,45]:
LoD = LoB + 1.645 X 0o conc,» With (5)
LoB = meanyiank + 1.645 x Oplank s (6)

where LoB is the limit of blank, g, conc iS the standard deviation of the result measured
from the low concentration sample, meany;q,x is the mean result of the blank sample, and
Opiank 1S the standard deviation of the result measured from the blank sample. The overall
change in signal was 22.0 YA, and the calculated LoD was 342.16 pg/mL (7.44 pM).

To validate COVID-19 antigen tests using BIioFETs in a more realistic scenario, the
measurements were taken in artificial saliva (as described in Materials and Methods).
Saliva is viscous and tends to congeal quickly after collection, making it difficult to be
pipetted for further liquid-based measurements. As such, UTM was used to mix with artificial
saliva due to its stability at room temperature when collecting as well as transporting viral
samples [46,47]. Plus, the detergent (SDS), which can break a coat of the enveloped virus
by denaturing a viral membrane or causing a conformational change, was added [48].
Following the same procedure of the PBS-based immunoassay, only the medium was
replaced with artificial saliva. The reference sensors exhibited signal variations less than 5
PHA (Fig. 4b), and the use of artificial saliva induced an opposite change in capacitance
compared to what was measured in 1x PBS. In the experiment group, the overall change in
signal was 46.33 pA with a good linearity (R* = 0.998), and the calculated LoD was 136.25



pa/mL (2.96 pM). The change of matrices exhibited comparable LoDs, and an addition of
detergent (SDS) did not interfere with the assay. While a one-fold increase in an overall
signal change might be a consequence of the differences in surface functionalization and
media. The real-time results of COVID-19 antigen tests, in both 1x PBS and artificial saliva,
can be found in Supplemental Fig. 5. Considering a small volume (500 nL per sensor)
used in surface functionalization, experimental uncertainty (e.g., manual pipetting) led to
inhomogeneous surface coverages. In addition, biological complexity in artificial saliva
brought on electrical fluctuation more formidably than in PBS. Overall, the testing time of
each concentration was 20 minutes, and the turnaround time was less than 30 minutes,
effectuating rapid COVID-19 antigen tests using an EDL-gated BioFET.

3.3 Investigation of cross-reactivity

To further inspect the specificity, various antigens were tested with EDL-gated BioFETSs.
SARS-CoV-2 S protein, MERS-CoV N protein, Influenza A virus nucleoprotein, and
Influenza B virus nucleoprotein were spiked into artificial saliva, drop-casted on a sensor
stick where its sensor surfaces were functionalized with anti-N antibody. The data of
SARS-CoV-2 N protein shown in Fig. 5 are extracted from Fig. 4, enabling a visual
comparison of the cross-reactivity. Among the groups of the lowest testing concentration
(0.4 ng/mL), the specificities are relatively insignificant in both matrices. Notably, the signals
of different antigens (except SARS-CoV-2 N protein) were located within the variations
which were 3 uA for PBS and 5 uA for artificial saliva, respectively; and no
increasing/decreasing trend was found in all cases. The detection specificities improved as
the concentrations of antigens increased (>4 ng/mL), and SARS-CoV-2 N protein eventually
achieved 11.21x the signal of other antigens at a concentration of 400 ng/mL in PBS. While
the measurements in artificial saliva vyielded signal-to-cross-reactivity ratios

(—t9nalsars—cov—2N ) of 4 04, 8.73, and 21.03 at concentrations of 4 ng/mL, 40 ng/mL,

Signalmax among other antigens

and 400 ng/mL, respectively. Though the higher signals were found in artificial saliva, the
detection uncertainty was more significant in artificial saliva than PBS. This phenomenon
can be attributed to the extra electrolytes and chemicals which may complicate the
molecular environment. Taken together, EDL-gated BioFETs demonstrated good
specificities (signal-to-cross-reactivity ratio > 4.04) in both PBS and artificial saliva when
antigen concentrations were higher than 4 ng/mL, indicating a negligible cross-reactivity.

3.4 Testing landscape and comparison of COVID-19 diagnostics

As of August 2021, low vaccination rates and insufficient capacity of diagnostic testing have
fueled the new cases of COVID-19 worldwide. To fight against the spread of COVID-19, a
critical solution is to field diagnostic tools which have a high accuracy, a fast turnaround, a
portable configuration, an user-friendly operation/readout delivering quantitative results, and
a digital health-compatible setting [16,49]. Several proposed tools have received EUA

10
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are retrieved from Fig. 4 and are replotted here for the comparison of cross-reactivity. Error bars represent £10
of uncertainty measured by sensors (n = 3).

[19,20,50], yet the governmental action primarily relies on the reported cases confirmed by
real-time RT-PCR. Ideally a turnaround time of real-time RT-PCR requires couples of hours
(Table 1) [12,50], however, the delayed deliveries of samples/results between
infrastructures induce the issue of testing backlogs [51]. Due to centralized testing, a limited
capacity, and excessive numbers of samples during an outbreak, sole reliance on
PCR-based results have conceivably hampered the policymaking against the spread of
COVID-19, leading to misjudgment of the epidemic status quo and obscureness of the
disease control [51].

To address the needs, some diagnostic tests (e.g., molecular tests and antigen tests) and
antibody tests using commercially-available devices and/or lab prototypes have been
proposed as shown in Table 1 [12,16,21-23,31,50,52-56]. In general, molecular tests
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exhibit the best sensitivity/specificity, yet centralized settings and slow turnarounds
deteriorate disease control. Chaibun et al. developed a portable electrochemical biosensor
for molecular tests, while the LoD was not as low as the conventional PCR-based methods
are [13,53]. Several antibody tests using surface plasmon-based techniques, which have an
intermediate turnaround, were developed to verify a past infection; whereas the LoDs were
traded off
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against the complexity of pretreatments and the portability of a device [54-56]. Amongst
novel methods developed for antigen testing, Seo et al. detected SARS-CoV-2 S protein
using graphene-based BioFETs that was ultrasensitive and provided the LoDs (242
copies/mL in clinical samples) comparable to PCR-based methods, yet this nanodevice had
to be measured using a bulky semiconductor analyzer in a centralized lab [31]. Singh et al.
utilized an off-the-shelf glucometer with custom-engineered test strips to validate COVID-19
antigen detection in human saliva, and the LoDs reached in the range of few pM, yielding
high accuracy of 100% of positive percent agreement (PPA) (n = 16) and 100% of negative
percent agreement (NPA) (n = 8) in clinical testing [16]. While the 4-step pretreatment using
aptamers and magnetic beads prolonged the turnaround time to ~65 minutes. To find a
diagnostic niche, we developed a saliva-based COVID-19 antigen test using an EDL-gated
BioFET system. Considering its LoD (~3 pM), a diagnosis of active infection, a quantitative
result, a compatibility to a digital health using Bluetooth communication and mobile-based
Ul, a handheld portability (120 x 80 x 30 mm?), and a fast turnaround (30 minutes); the
proposed system detecting SARS-CoV-2 N protein in artificial saliva owns a high potential
to be deployed amid the frontline of diagnostic screening.

4. CONCLUSION

Endeavoring to fight against COVID-19, we successfully developed an antigen test of
SARS-CoV-2 N protein in artificial saliva using an EDL-gated BioFET system. This portable
system can be fielded for on-site COVID-19 screening since the matrix insensitivity
simplifies a pretreatment and the digital health-compatible setting eases a data
outputting/collection, speeding up a turnaround time to 30 minutes. Surface
functionalization was verified with fluorescence imaging, and sensor-to-sensor variation
could root in a nonuniform coverage of surface functionalization. The detections of
SARS-CoV-2 N protein were corroborated in 1x PBS and artificial saliva, indicating LoDs of
342.16 pg/mL (7.44 pM) and 136.25 pg/mL (2.96 pM), respectively. The cross-reactivity was
minor, and specificity increased as the antigen concentration exceeded 4 ng/mL. The
proposed system validated COVID-19 antigen tests in artificial saliva, while the assessment
of clinical samples and deployments around medical infrastructures will be processed when
receiving the approval/authorization from the Institutional Review Board (IRB). The testing
of clinical samples collected from human saliva is expected to be more challenging since
human saliva consists of extra electrolytes, enzymes, proteins, cells, mucus, etc.,
increasing the complexity of detections.
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Highlights

e Electrical double layer-gated BioFETs enable COVID-19 testing in artificial saliva.
e The BioFET system validates rapid turnarounds within 30 minutes.

e The detection limit of SARS-CoV-2 nucleocapsid protein is =3 pM.

e Cross-reactivity is negligible when antigen concentrations surpass 4 ng/mL.
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